MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABCRATORY

BREATH ALCOHOL PROGRAM [ RECEIVED J
DATAMASTER MAINTENANCE REPORT By Carol Day at8:39 am. Feb 10,2074,
Complete this report at the Ume of the regular monthly preventive maintenance check {not to exceed 35 days),

Complete this report whenever the instrument is serviced or repaired and whenever it is placed inlo service,
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
940061 Moberly Police Department 02/10/2014
TINE OF INSPECTION

LOCATION OF INSTAUMENT {STREET ANOD CITY}

300 N Clark St. Moberly, Mo 65270 0:25 sm
CHECKLIST: Place a mark in the box by each item If found to be salistaclory or if operating within established fimits. (Write in cbserved values

where determined.) Unmarked items must be corrected before using Instrument.

/] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 02/10/2014  00:29
] compuTER ¥ oeTecTOR
I/l PROGRAM ] FiLTeRS
E/] HEATERS SAMPLE CHAMBER 49 QUARTZ STANDARD
] FLow bETECTOR CALIBRATION
i1 pUMP HIGH SPEED ] PRINTER
/] INDICATOR LIGHTS
Kl smuLAToR soLuTiON suppLIER Guth Laboratories LoT # 13100 EXP. DATE 04/23/2015
[/} SIMULATOR TEMP (34°C + 0,2°G) 34.0 °C SIMULATOR SN SD1500 EXP. DATE 08/02/2014

M CALIBRATION CHECK ~ (ONLY ONE STANDARD iS5 TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, Alf three tests must be within 25% of the slandard value and must have a spread of .005 or
tess. Mark the box comesponding to the standard solution belng used. (PRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
H 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 % {01 TEST2% 101 TEST3 % 101

k] PERFORM R.FI. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 J(oao«n 1 (.05-.09) 1 (10-.14) 1 (.15-.19) 3 OVER.19 1

LIST ANY NEW PARTS ARD BESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MACE TQ RESTOHE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LMATS
{USE OTHER SIDE If HECESSARY).

None

INSPECTING OFFICER -

W ¢ W "Michae) G Hols

TYPE I PERMIT NUMBEREXPIRATION DATE TELEPHONE NUMBER
220125 05/29/2014 (660) 263-0346
RETURN COMPLETED REPORT 7O THE: Breath Aleohol Program, MO Dsepartment of Health and Senlor Services, Southeast Distilct Office

2875 James Blvd.
Poplar Bluff, MO 63301

KO 580-t1468 (2-08) AN EQUAL OPPORTUNITY/AFFIRMAYIVE AGTION EMPLOYER
services provided on 3 rendseimarary basis

LAB 116




®
GUTH LABORATORIES, INC.

588 NORTH 67th STREEY ¢ HARRISBURG, PA 1711t 4511 ® TELEPHONE: 747.564.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on April 29, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/M: 610N9030209, and found to- contain
0.1214% (w/vol) ethyl alcohol. The -expiration date for this lot
number is April 23,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2¥C, this solution will give a breath aléohol
analysis instrument reading .of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

" free of test interfering substances,

'E"ed' .L. Pauley, President
GUTH.LABORATORIES, . INC.

NIST Traceability:
Testing was conducted using Cerfllant Reference Standard lot nuinber FN122211-02 whese

values are traceable to NIST.
All balances are calibrated annually by an aulside agency using NIST traceable weights.

Callbration verification is done prior to each use utitizing NIST traceable weights,
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Face This Slde Down — This Edge In First

gt e nd

BAC DataMaster
Evidence Ticket

STATE GF MISIOUR]
MODERLY POLICE DEPARTHENT

BAC DATAMATTER SERIRL MUFDZER Dd9Tai

fasinstg

ARREST TIME: £a:61
SUBJECT NaME:
RFISTEST
XL CI W th W
STRTE/D.L. ¢ MO-BD
ASRESTIMS DFFICER:
M
DFFICER I.D.:
TESTING OFFICERS
HOLLIS M
OFFICER I.D,: 234
PERMIT MUMBER:D 228125
EMPIRATION DETET £5.29-14

-l

MISCELLIMEQUS DATR:

e M

-—— BREATH ANRLYEIS ——

] SLAMY TEET » S
THTERHAL ETRNDARD YERIFIER

]

FRDID THTERFERERCE

Operator Signature

-, G 2

20802 |

Operator Signature

Face This Side Down —~ This Edge In First

BAC DataMaster
Evidence Ticket

ZTATE OF MISRORI
MORERLY POLICE DEPARTHEN

BAC DATAMASTER SERIAL MUMEBER 2488:1
ARsias1d

FRREST TINME: agsil
SUBJECT MRMES
PLAMK/TESY
P0B: B1-B151 ENI M
STATE/D. L.t MO-/29
ARRESTING DFFICERS
HA
OFFICER T.0.:
TESTING OFFICER:
HOLLISAH-C
OFFICER 1.1, 234
PERMIT HUMBER: 22BIZ5
MPIRRTION DATE! AS/E2-14
MISCELLANEOUS IATh:

--~ BRERTH SHRLYIIS —-

FLAHX TES . B33 LSHEY
INTEMAL STAMDERD WERIFIED Wl
UTJECT SRMPLE B GO
PLAME TERY Neisk o ¥

‘>‘ 7 S
My/ es




